Meniscal bearing dislocation in the Oxford knee.
The Oxford knee is a unicompartmental knee prosthesis with a polyethylene meniscal bearing. Anterior dislocation or medial subluxation has been described in lateral compartment arthroplasties. The authors present the case of a medial dislocation of the lateral meniscal bearing and a review of the literature concerning meniscal bearing instability in the Oxford Knee.